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 Background: Patient-specific instruments have recently gained attention for ensuring the accuracy of osteotomy and cor-
rect alignment in total knee arthroplasty (TKA). We aimed to report our experience with TKA performed by us-
ing CT-based 3D model of cutting guides in our clinic.

 Material/Methods: A total of 36 patients (mean age, 67.58±8.46 years; 24 females, 12 males) who underwent TKA with 3D pa-
tient-specific cutting guides in our clinic were included in the study. Differences between preoperatively planned 
bone resections and actual bone resections were calculated. Femoral and tibial component angles were mea-
sured on radiographs of the knee. The change in knee pain was evaluated by patients on a 10-point visual an-
alog scale (VAS). Patients were followed up for 6 months postoperatively.

 Results: The actual bone resection was 0.5-1.5 mm higher than the planned resection for all sides, being statistical-
ly significant for posterior lateral and distal medial sides (1.1±1.3 mm and 1.5±0.9 mm, respectively; p<0.05). 
On postoperative radiographs, coronal tibial component angle was 88.8°±0.9° and coronal femoral component 
angle was 95.2°±1.6°, showing good postoperative alignment. The VAS pain score of patients significantly de-
creased from preoperative 3.9±0.8 to 1.1±0.9 at 6 months after the operation. One patient developed superfi-
cial tissue infection on postoperative follow-up, which was effectively treated. No other pathology was detect-
ed in the postoperative period.

 Conclusions: Patient-specific cutting guides can provide intraoperative guidance for better placement of the implant in TKA 
and increase the accuracy of osteotomy and postoperative alignment.
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Background

Total knee arthroplasty (TKA) is the only treatment option for 
the end-stage knee osteoarthritis, and other diseases and con-
ditions leading to disability of the knee. The accurate align-
ment of implant components has been considered as the most 
important factor determining long-term outcome of TKA [1,2]. 
Patient-specific implants and instruments including cutting 
guides individualized per patient have recently gained atten-
tion for ensuring the accuracy of osteotomy and correct align-
ment during partial knee arthroplasty or TKA [3–6]. Recent de-
velopments in three-dimensional (3D) laser printing technology 
have led to the production of various patient-specific guides 
used in orthopedic surgery such as cutting guides for osteot-
omy in TKA [7,8]. In this technology, bone cutting for TKA are 
made by using guides designed individually from preoperative 
3D images obtained using computed tomography (CT) or mag-
netic resonance (MR) imaging [9]. Based on preoperative 3D 
imaging, patient-specific guides allow making accurate bone 
cuts and precise positioning of all components of the implant 
in all planes, thus providing knee alignment, which is neces-
sary for the success of TKA [5,9].

Although patient-specific instruments have been used for 
TKA to be more efficient and cost-effective, many studies 
have shown controversial and inconsistent results on the ef-
ficiency and accuracy of TKA performed by using patient-spe-
cific cutting guides, mostly due to various 3D guide construc-
tion techniques or outcome measures that were used in the 
studies [1]. As most of the individual clinical studies reported 
the superiority of patient-specific instrumentation over con-
ventional methods for providing limb alignment [2,10], meta-
analyses failed to show significant difference between the 2 
techniques [1,11]. In order to increase decisive evidence on 
the benefits and disadvantages of this innovative technique, 
more clinical studies are needed.

In this study, we report our experience with TKA performed 
by using CT-based 3D model of cutting guides for precise 
osteotomy.

Material and Methods

A total of 36 patients with end-stage knee osteoarthritis who 
had been scheduled for TKA by using patient-specific cutting 
guides in our clinic between September 2013 and September 
2015 were included in the study. The exclusion criteria were 
body mass index over 30 kg/m2, genu valgus deformity, dia-
betes mellitus, previous infection or surgical intervention in 
the knee, post-traumatic osteoarthritis, rheumatoid arthritis, 
and osteoarthritis resulting from connective tissue disease.

The study was approved by the Institutional Ethics Committee 
and conducted in accordance with the Helsinki Declaration. 
All patients gave written consent before any study procedure.

Construction of patient-specific cutting guides

The 3D CT images of the hip, knee, and ankle joints at 2 mm, 
0.625 mm, and 1 mm slice thickness, respectively, were ob-
tained using CT Optima CT660 (GE Healthcare Chalfont St. 
Giles, England) for 3D modelling (Akgün Pacs Imaging, Version 
3B 4.1.1.1, Ankara, Turkey) of cutting guides according to the 
patient’s knee anatomy, which was constructed from PA 1102 
polyamide by a 3D printer (EOSINT P760, Gor Group, Turkey). 
The patient’s varus valgus and tibial slope angles were cre-
ated, and cuts were planned considering the size of prosthe-
sis according to which cutting guides was constructed. The 
cutting guides were prepared along with schematic diagrams 
showing bone cutting amount and angles, and used in sur-
gery after sterilization. Figure 1 presents a schematic diagram 
showing the use of cutting guides for bone cutting before the 
placement of the prosthesis.

Surgical procedure and outcome measures

Surgery was performed by using these individualized cutting 
guides without using an intramedullary guide or opening ca-
nal for the femoral guide (Figure 2). Cefazolin was applied once 
at 1 g 2 h before the operation and twice postoperatively. The 
anterior median parapatellar incision was made without us-
ing a tourniquet, and by using cutting guides, first the tibia 
and then the femur were prepared by cutting the tibia and fe-
mur plateaus, respectively (Figure 2). The prosthesis was fixed 
with an antibiotic cement, and after the hemorrhage control 
the joint was closed without inserting a Hemovac drain. All 
operations were performed by the same surgeon.

Preoperative planning for resections of femoral component and 
tibial component frontal and sagittal angles was performed 
with PA 1102 polyamide by a 3D printer (EOSINT P760, Gor 
Group, Turkey), and intraoperative bone measurements were 
performed from outside to outside with a calibrated electron-
ic caliper (Mitutoyo Digital Caliper, Japan) with an error of 0.02 
mm. Postoperative measurements were performed on antero-
posterior and lateral radiographs on PACS (Akgün Pacs Imaging, 
Version 3B 4.1.1.1, Ankara, Turkey).

Differences between preoperatively planned and intraoper-
ative bone resections at medial tibial plateau (MTP), lateral 
tibial plateau (LTP), and distal medial (DM), distal lateral (DL), 
posterior medial (PM), posterior lateral (PL) of tibial plateau, 
and between preoperative and postoperative measurements 
of posterior tibial slope (PTS), sagittal femoral component an-
gle (sFCA), and change in joint line (JL), and were calculated. 
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To evaluate postoperative alignment, the coronal tibial com-
ponent angle (cTCA), coronal femoral component angle (cFCA), 
and coronal ankle knee (CAK) angle were measured on antero-
posterior and lateral radiographs of the knee.

As a perioperative blood management protocol, erythrocyte 
suspension was given to patients if intraoperative blood loss 
was higher than 20% of total blood volume, or hemoglobin 
level <8 g/dl (<10 g/dl for patients with major chronic disease 
and <12 g/dl for ventilator-dependent patients). For pain man-
agement, intravenous patient-controlled analgesia with 450 mg 
tramadol in 150 ml 0.9% NaCl was applied for 48 h following 
surgery. The loading dose of intravenous tramadol was 20 mg 
as part of a total dose of 450 mg. If the visual analog scale 
(VAS) score was over 4, acetaminophen was administered 
orally at a dose of 1000 mg every 6 h for 9 days. For gastro-
intestinal prophylaxis, 40 mg of pantoprazole was given daily.

Patients were followed up for 6 months after the surgery. 
Intraoperative blood transfusion and postoperative infections 
were recorded. The change in knee pain was evaluated by pa-
tients on a 10-point VAS. In order to evaluate the hematologic 
status of patients and implant infection, serum hemoglobin, 

white blood cell, erythrocyte sedimentation rate (ESR), and 
C-reactive protein (CRP) levels were measured during the study.

Statistical analysis

SPSS software (SPSS Inc., version 22.0, Chicago, IL, USA) was 
used for the statistical analysis. Study data were summarized 
by descriptive statistics, which were mean, standard deviation, 
median, and range. The Shapiro-Wilk test was used to test the 
conformity of data to normal distribution. Since data on VAS 
pain score, serum levels of hemoglobin, white blood cell, ESR, 
and CRP were normally distributed, the significance of change 
in these variables with surgery was tested by repeated-mea-
sures ANOVA. The Wilcoxon signed rank test was applied to 
evaluate the significance of differences between the planned 
and actual measurements. Statistical level of significance was 
predefined as p<0.05.

Results

The mean age of patients was 67.58±8.46 years (range, 47–84 
years). Of 36 patients, 24 (66.7%) were female and 12 (33.3%) 

Figure 1.  A schematic diagram showing the use of cutting guides for bone cutting before the placement of prosthesis.

A B C

Figure 2.  Intraoperative images of total knee arthroplasty performed by using patient-specific cutting guides (A) for cutting tibia and 
femur plateau (B) before fixation of the prosthesis (C).
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were male. The mean blood transfusion amount during the op-
eration was 0.69±0.75 units. Body mass index of the patients 
28.3±1.2 kg/m2 (range, 25.1–29.8 kg/m2).

The preoperative hemoglobin and white blood cell count, which 
were 12.34±1.27 mg/dL and 9.71±1.73 109 cells/L, respective-
ly, decreased after the operation. As white blood cell count re-
turned to the preoperative level 3 months after the operation, 
hemoglobin remained low (Table 1). Although ESR and CRP lev-
els continued to increase during the first 3 months after the 
operation as a body reaction to prosthesis (Table 1), only 1 pa-
tient developed superficial tissue infection on postoperative 
follow-up, which was effectively treated. No other pathology or 
neurological deficit was detected in the postoperative period.

The VAS pain score of patients significantly decreased from 
3.9±0.8 preoperatively to 1.1±0.9 at 6 months after the oper-
ation (p<0.001), indicating that TKA was effective in relieving 
knee pain (Figure 3).

The discrepancies between the planned and actual radio-
graphic measurements and resection thicknesses are given in 

Table 2. Although there was no significant difference between 
the planned and actual measurements of PTS (p=0.286), LTP 
(p=0.091), DL (p=0.154), and PM (p=0.110), the actual mea-
surement was significantly higher than the planned mea-
surement for sFCA (mean difference, 4.5°±0.3°, p=0.003), JL 
(mean difference, 1.0±0.2 mm, p=0.003), and MTP (mean dif-
ference, 2.3±1.4 mm, p=0.003) (Table 2). The actual bone re-
section was 0.5-1.5 mm higher on average than the planned 
resection for all sides (Table 2), but the difference between 
the planned and actual bone resection was significantly high-
er only for PL and DM sides (1.1±1.3 mm and 1.5±0.9 mm, re-
spectively; p<0.05, Table 2).

On postoperative radiographic evaluation, cTCA was 88.8°±0.9°, 
cFCA was 95.2°±1.6°, and CAK was 6.2°±0.3°, showing good 
mechanical and anatomical alignment (Table 3).

Discussion

Component malalignment resulting from inaccuracy of osteot-
omy is among the major obstacles of TKA. Careful preoperative 
planning is crucial to reduce the risk of component malalign-
ment and to obtain the best outcome of TKA. Patient-specific 
cutting guides have been developed for preoperative planning 
of bone resection during TKA. These guides are based on 3D 
CT or MR images of knee and main joints of the patient, taking 
into account particular anatomical structure, all the deformi-
ties, and osteophytes of the patient [5]. The suggested bene-
fits of patient-specific guides are better component alignment, 
longer duration of implant, reduced requirement for revision 
surgery, shorter operative time, less blood loss, and decreased 
overall cost of TKA [5,6]. In the present study, we present our 
experience with TKA performed using a CT-based 3D model 
of cutting guides. The findings of this pilot study indicate that 
patient-specific cutting guides can provide intraoperative guid-
ance for easy placement of the implant in TKA, and increase 
the accuracy of osteotomy and postoperative alignment with-
out any intra- or postoperative complications.

Preoperative
Early 

postoperative
Postoperative 

2nd week
Postoperative 

3rd month
p*

Hemoglobin (g/dL) 12.34±1.27 11.79±1.74 10.62±1.67 10.51±1.30 <0.001

White blood cell (109 cells/L) 9.71±1.73 9.24±2.90 9.60±3.19 9.82±3.29 0.835

Erythrocyte sedimentation 
rate (mm/h)

– 13.86±10.90 26.22±20.81 30.11±19.87 <0.001

C-reactive protein (mg/L) – 5.83±3.51 7.89±9.34 13.76±22.95 <0.001

Table 1. Serum levels of hemoglobin, white blood cell, erythrocyte sedimentation rate, and C-reactive protein during the study (n=36).

Data are given as mean ± standard deviation. * Repeated measures ANOVA.

VAS pain score

Preoperative

5.0

4.5

3.5

3.0

2.5

2.0

1.5

1.0

0.5

0.0
2nd week 3rd month 6th month

p<0.001

Figure 3.  The mean VAS pain score of 36 study patients during 
the study. The vertical lines represent standard 
deviations. p value was obtained by repeated-
measures ANOVA.
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In previous studies on the accuracy of osteotomy provided by 
patient-specific cutting guides in TKA, the acceptable differ-
ence between planned and actual bone cuts has been report-
ed as 1.5 mm or less [12]. The difference between the planned 
and actual thickness of resected bone for osteotomy has been 
reported to range between 0.5 and 2 mm when using pa-
tient-specific 3D cutting guides [13,14]. In an 81-knee series, 
Levy et al. [12] showed that this difference was within accept-
able limits for about 80% of femur cuts and 70% of tibial cuts, 
indicating that patient-specific cutting guide has only moder-
ate accuracy. Kievit et al. [14] studied the accuracy of osteot-
omy when patient-specific instrumentation was used for TKA 
in cadavers and found high similarity between planned and ac-
tual osteotomy planes. In a recent study by Okada et al. [13], 
57.8% of 45 knees operated on with MRI-based patient-spe-
cific instrumentation required intraoperative correction. In our 
series, the actual bone resection was 0.5–1.5 mm higher than 

the planned resection for all sides, being statistically signif-
icant for PL and DM sides (1.1±1.3 mm and 1.5±0.9 mm, re-
spectively). Thus, our findings indicate that osteotomy error 
was within acceptable limits for all planes, showing the high 
accuracy of 3D patient-specific cutting guides.

Since previous studies used many radiographic angles to evalu-
ate the efficacy of patient-specific cutting guides on component 
alignment [1], it is difficult to compare our results with those 
of previous studies. Colombelli et al. [2] and Nabavi et al. [15] 
reported that patient-specific cutting guides provided the de-
sired 180° of hip-knee-ankle angle in over 90% of patients. 
Seon et al. [16] also reported accurate alignments provided by 
patient-specific guides without intraoperative complication in 
38 knees, noting that severe varus deformity and osteophytes 
may interfere with seating of the guides. In a recent random-
ized controlled study on 50 patients comparing patient-spe-
cific and conventional instruments for the accuracy of compo-
nent positioning in TKA [10], patient-specific guides provided 
more accurate component positioning and prediction of com-
ponent sizing. Schotanus et al. [17] reported that patient-spe-
cific cutting guides increases alignment of the femur compo-
nent in partial to TKA revision surgery. On the other hand, in 
a recent meta-analysis involving 2866 knees operated on with 
patient-specific instruments and 2956 knees with conventional 
instruments from 44 clinical studies, it was reported that pa-
tient-specific instrumentation improved the accuracy of fem-
oral component alignment and global mechanical alignment, 
but increased tibial component malalignment [18]. In another 
recent meta-analysis comparing 538 cases of patient-specific 

Planned 
measurement

Actual 
measurement

Difference between actual and 
planned measurements p*

Mean ±SD Mean ±SD Mean ±SD Median (range)

Posterior tibial slope (PTS, °) 87.0±0.0 85.9±2.3 –1.0±2.3  –0.8 (–4.5–2.4) 0.286

Saggital femoral component angle (sFCA, °) 1.0±0.0 5.4±0.3 4.5±0.3  4.3 (3.7–5.1) 0.003

Joint line change (JL, mm) 0.0±0.0 1.0±0.2 1.0±0.2  1.0 (0.7–1.3) 0.003

Bone resections (mm)

Medial tibial plato (MTP, mm) 6.9±0.8 9.2±0.9 2.3±1.4  2.2 (0.5–4.5) 0.003

Lateral tibial plato (LTP, mm) 8.4±0.3 9.4±2.3 1.0±2.5  1.0 (–5.0–4.5) 0.091

Distal medial (DM) 7.3±0.4 8.5±1.1 1.1±1.3  1.4 (–1.5–2.3) 0.029

Distal lateral (DL) 8.2±0.4 8.7±0.9 0.5±0.9  0.5 (–1.5–1.9) 0.154

Posterior medial (PM) 8.6±0.3 9.9±3.2 1.3±3.4  2.6 (–7–4.3) 0.110

Posterior lateral (PL) 5.3±0.3 6.8±0.8 1.5±0.9  1.5 (0.5–3.5) 0.003

Table 2.  Comparison of preoperatively planned resection thicknesses and radiographic measurements with that of actual 
measurements obtained intraoperative resection thicknesses and postoperative radiographic measurements.

SD – standard deviation. * Wilcoxon signed rank test.

Mean ±SD (range)

Coronal tibial component 
angle (cTCA, °)

 88.8±0.9 (86.9–89.9)

Coronal femoral component 
angle (cFCA, °)

 95.2±1.6 (92.6–97.7)

Coronal ankle knee (CAK, °)  6.2±0.3 (5.6–6.7)

Table 3.  Descriptives of postoperative radiographic 
measurements.

SD – standard deviation.
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and 549 cases of conventional instrumentation for TKA, pa-
tient-specific cutting guides had no superiority in the sagittal 
positioning of either the tibial or femoral components, and even 
worse sagittal plane tibial component positioning [11]. In the 
present study, cTCA was 88.8°±0.9° and cFCA was 95.2°±1.6° 
on postoperative radiographs, showing good postoperative 
mechanical and anatomical alignment, particularly for the 
femoral component.

As previously shown in the literature, the need for blood trans-
fusion during TKA was minimal (0.69±0.75 units) in our study. 
Thienpont et al. [18] indicated that patient-specific instrumen-
tation significantly decreased the blood loss in TKA. As an in-
dication of good clinical outcome of TKA, VAS pain scores of 
our patients significantly decreased from 3.9±0.8 preopera-
tively to 1.1±0.9 at 6 months after the operation. There were 
also no noticeable complications during follow-up.

Although we did not analyze the cost-effectiveness of patient-
specific cutting guides in this study, based on our clinical expe-
rience, we suggest that in spite of costs of instrument manu-
facturing and MRI/CT, this instrument is cost-effective due to 
decreased operation time and better placement of the implant 
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